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V 1.0.3  (2022-06-01)


Change Notes:


Fixed an issue where the battery charging process was aborted when the USB cable is connected and the device is turned on (charging LED still blinks).


Fixed an issue where strong fields affected battery voltage monitoring.


Changed the watchdog timeout to 8 seconds. Signaling at start via flashing 25% LED.





V 1.0.2  (2022-03-14)


Change Notes:


Fixed an issue with corrupt data records caused by momentary power interruption.


Fixed an issue with low alarm LED brightness when a USB cable is connected.


Fixed an issue with missing or swapped batteries.


Fixed an issue with increased power consumption when turned off.





V 1.0.1  (2019-06-24)


Change Notes: 


The data logger can now be switched off via PC configuration (2XT only).





V 1.0.0  (2019-06-11)


Change Notes: 


This is the initial firmware release for RadMan 2LT/2XT.














Contact





Narda Safety Test Solutions GmbH


Sandwiesenstrasse 7


72793 Pfullingen, Germany


Phone +49 7121 97 32 0


info@narda-sts.com





Narda Safety Test Solutions


North America Representative Office


435 Moreland Road


Hauppauge, NY11788, USA


Phone +1 631 231 1700


info@narda-sts.com





Narda Safety Test Solutions S.r.l.


Via Rimini, 22


20142 Milano, Italy


Phone +39 0258188 1


nardait.support@narda-sts.it





Narda Safety Test Solutions GmbH


Beijing Representative Office 


Xiyuan Hotel, No. 1 Sanlihe Road, Haidian


100044 Beijing, China 


Phone +86 10 6830 5870 


support@narda-sts.cn 





www.narda-sts.com









Radman2_Firmware_flash.s37

S01700005261646D616E325F4669726D776172652E733337BCS903F4BD4B







Radman2_Applet.bin





Radman2_Applet.bin





UpdateMeta.xml








RadMan2_FirmwareUpdateTool_V1.0.3/Readme RadMan 2 Firmware V1.0.3.rtf
Firmware Update for RadMan 2LT/2XT

Release:  V 1.0.3

Date: June 2022







V 1.0.3  (2022-06-01)

Change Notes:

Fixed an issue where the battery charging process was aborted when the USB cable is connected and the device is turned on (charging LED still blinks).

Fixed an issue where strong fields affected battery voltage monitoring.

Changed the watchdog timeout to 8 seconds. Signaling at start via flashing 25% LED.



V 1.0.2  (2022-03-14)

Change Notes:

Fixed an issue with corrupt data records caused by momentary power interruption.

Fixed an issue with low alarm LED brightness when a USB cable is connected.

Fixed an issue with missing or swapped batteries.

Fixed an issue with increased power consumption when turned off.



V 1.0.1  (2019-06-24)

Change Notes: 

The data logger can now be switched off via PC configuration (2XT only).



V 1.0.0  (2019-06-11)

Change Notes: 

This is the initial firmware release for RadMan 2LT/2XT.









Contact



Narda Safety Test Solutions GmbH

Sandwiesenstrasse 7

72793 Pfullingen, Germany

Phone +49 7121 97 32 0

info@narda-sts.com



Narda Safety Test Solutions

North America Representative Office

435 Moreland Road

Hauppauge, NY11788, USA

Phone +1 631 231 1700

info@narda-sts.com



Narda Safety Test Solutions S.r.l.

Via Rimini, 22

20142 Milano, Italy

Phone +39 0258188 1

nardait.support@narda-sts.it



Narda Safety Test Solutions GmbH

Beijing Representative Office 

Xiyuan Hotel, No. 1 Sanlihe Road, Haidian

100044 Beijing, China 

Phone +86 10 6830 5870 

support@narda-sts.cn 



www.narda-sts.com




